Determination of carbon monoxide in blood by means of microdiffusion.
There was developed a little-work-consuming and non-expensive microdiffusion method of carboxyhaemoglobin determination in blood, in low range concentration. It can be used in the assessment of passive smokers' exposure to carbon monoxide. The amount of blood necessary for the determination was 0.15 ml. An average precision of the developed method of the carbon monoxide determination (converting into HbCO) for the concentration ranged from 1 to 5%, from 3 to 12% and from 5 to 20% was respectively 5.96, 4.09 and 2.14.